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LIMITATIONS ON INERTIAL SENSOR TESTING 
PRODUCED BY TEST PLATFORM VIBRATIONS 

By Herbert Weinstock 
Electronics Research Center 


SUMMARY 

The calibration of precision inertial sensors is currently limited by drifts and 
oscillations of the position of the instrument's test platform relative to the axis of 
rotation of the Earth and the local gravity vector. For gyroscope testing, the analyses 
and measurements discussed in this document indicate that the most severe errors will 
result from angular motions of the platform at frequencies less than 100 cps. Under 
static conditions, a 1-arc second variation in platform position may result in an un- 
wanted Earth rate component of 0. 075 millideg/hr. Current estimates of gyroscope 
performance in 1970 indicate drift rates of 0. 1 millideg/hr. 

Measurements made in the vicinity of the NASA Electronics Research Center 
Guidance Laboratory in the Kendall Square area of Cambridge, Mass. , indicate tilts 
of the order of 10 arc seconds with a 24-hour period from peak to peak. A 1-arc- 
second variation at a frequency of 1 cycle/min, which might correspond to local traf- 
fic and seismic activity, would result in an indicated rate of 0. 1 deg/hr (100 millideg/ 
hr). For accelerometer testing, the errors in indicated performance are primarily 
caused by the component of gravity, caused, in turn, by rotations of the platform and 
vibratory accelerations. A rotation of 1 arc second represents a 5-micro-g accel- 
eration error. Studies of vibration isolation techniques that will permit testing of 
inertial sensors in an urban location are being conducted at NASA's Guidance Labora- 
tory. 

This document reviews the limitations on instrument testing imposed by environ- 
mental conditions and briefly discusses the design studies being conducted to eliminate 
these limitations. 
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I. INTRODUCTION 


The calibration of precision inertial sensors is currently believed to be limited by 
translational and angular vibrations and long-term tilts of the test platforms on which 
the instruments are calibrated. This has resulted in a search for seismically inactive 
locations for inertial sensor test facilities by instrument manufacturers and test labora- 
tories. Some of these efforts were discussed in papers presented at the Symposium of 
the Test Pad Stability Subcommittee! of the American Institute of Aeronautics and 
Astronautics, held in Minneapolis, Minn. , in August 1965. Most of these papers were 
concerned with measurements of long-term tilts and the magnitudes of the vibratory 
accelerations at a given test location. Of particular note was a description of the 
efforts of The Martin Company in obtaining a site for their test facility in a seismically 
inactive location near Denver, Colorado. In constructing the facility, however, they 
found that the cultural activity introduced by personnel and equipment necessary to the 
facility, combined with the resonances of the facility structures, resulted in accelera- 
tion levels above their stated tolerance. The papers2>3 describe the considerable 
efforts of The Martin Company and their consultants in reducing the vibration levels. 
Although it may be possible to locate a sufficiently inactive test location someplace on 
the Earth and to take sufficient precautions in the design of the facility to permit testing 
of current instruments, the accuracy requirements of future instruments will require 
definition and control of the test environment to better accuracies than those permitted 
by the stability and seismic activity of known test locations. In addition, there are 
several situations where it is desirable to test the instruments at locations having 
known high seismic activities. For example, it is often necessary to calibrate an in- 
strument at a space vehicle launch site. Also the location of a test facility is often 
influenced by considerations of the availability of skilled personnel and its proximity to 
established complementary test facilities. This Technical Memorandum reports prog- 
ress on a study directed towards the design of an actively controlled vibration isolation 
system for a platform suitable for testing of inertial sensors. 

The first problem in this design study was to establish the limits of the vibratory 
motions that were, in fact, tolerable in the testing of an inertial sensor. For the most 
part, the discussions of the Test Pad Stability Symposia did not relate the vibration 
measurements and tilt measurements reported to instrument test accuracies. In the 
presentations, a vibratory acceleration of several micro-g units was considered 
equally detrimental at all frequencies. This is not true. As discussed in Section n, 
for most applications, high-frequency accelerations will have a negligible effect on the 
indicated performance of the instrument. If the data from the instrument are averaged 
for a 10-second period, an acceleration of 100 micro-g at 1 cps would represent an 
error of 32 micro-g in indicated performance. The same acceleration at 50 cps (if the 
instrument had a flat frequency response) would produce an indicated error of 0. 64 
micro-g. In addition, the response of many acceleration sensors falls off with in- 
creasing frequency. A figure of merit that can be calculated from the measured tilts 
and translational and angular vibration frequency spectra is presented in Ref. 4 for 
single degree of freedom gyroscope instruments. Ref. 4, however, places undue 
emphasis on the steady-state vibration errors introduced by high-frequency vibrations 
of a magnitude which do not occur in practice. As discussed in Sections II and HI, the 
largest errors (in practice) in gyroscope testing are caused by the rates associated 
with angular vibration of the test platform. The discussion of free-rotor gyroscope 
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Indicated Drift Rate (deg/hr) 



Figure 1 Maximum error in gyroscope testing due to 1-arc second (vector) 
angular vibration versus frequency 
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testing by Wardin and Weraer5 considers only the long-term average error in testing 
introduced by long-term tilts. Accordingly, Section II reviews the relations between the 
motions and tilts and the resulting gyroscope and accelerometer test errors. Figure 1 
shows the error that will result from a 1-arc second angular vibration in a gyroscope 
test as a function of the vibration frequency. Section II concludes that translational 
vibrations of the magnitude given in Section El (representing the test vibration envi- 
ronment) wEl have no effect on gyroscope testing to an accuracy of 0. 01 millideg/hr. 

However, for low-level accelerometer testing, the magnitude of specific force (com- 
bined effect of acceleration and gravity) and the frequency of vibration compared to 
the instrument response are critical and the effects of angular vibration are essen- 
tially negligible. Accordingly, the feasibility of two stabilized isolated platform 
designs are being considered: 

1. A platform free from rotational motions producing indicated rates of 

0. 01 millideg/hr in a gyro test (not isolated from transitional vibrations) 

2. A platform with horizontal plane free from translational accelerations of 
0. 1 micro-g (not isolated from rotational motions). 

The reference for these angular motions will be defined by the average direction of 
the vertical over a 1 -month period and the direction of the axis of rotation of the 
Earth. The reference for the translational motions will be a zero specific force 
(combined effect of acceleration and gravitational fields) in a plane of the platform. 

An attempt at building a passively isolated platform to meet both the translational and 
rotational motion requirements by the Heath Air Force Station at Newark, Ohio, is 
reported in Ref. 6. A 24-foot, spring-supported pendulum (shown schematically in 
Figure 2) was constructed. The pendulum has natural frequencies of about 0. 2 cps. 



Figure 2. -Schematic of Heath pendulum — High sensitivity to small 
disturbing forces 
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Although this system did provide vibration isolation at high frequencies, it was difficult 
to prevent undesirable oscillations at low frequencies because of small disturbance 
forces (e. g. , convection currents). In addition, for any pendulum device, a force of 
0. 001 of 1 percent of the weight of the pendulum is sufficient to produce an angular 
motion of 2 arc seconds. For a 200, 000-pound platform, a 2-pound force would be 
sufficient to produce a 2-arc-second displacement. In addition, if we assume an aver- 
age density of the platform of about 500 lb/ft 3 (almost solid steel), the density of air 
being about 0. 075 lb/ft 3 , a force equal to 10 percent of the weight of the air displaced 
by the platform would be sufficient to produce a 3-arc-second displacement. 

A hypothetical zero-stiffness vibration isolation system would have an acceleration of 
15 micro-g because of this force. To build a passive isolation system for testing 
inertial sensors would require building the platform with the same tolerances and 
environmental control (temperature, pressure, electromagnetic fields) required for 
precision inertial sensors. On the assumption that this could be done for a typical 
test turntable load of 2000 pounds, the platform would have to be totally enclosed and 
personnel could not be permitted in the test area. 

Since instruments have been built which are capable of measuring accelerations of the 
order of micro-g accelerations and smaller (see e. g. , Figure 3), a more practical 
means of providing low-frequency isolation is the use of an actively controlled servo- 
mechanism. Such a system, making use of an assembly of components designed and 
built for other projects, has been built at the MIT Instrumentation Laboratory.^ A 
schematic diagram of this system is shown in Figure 4. A block diagram of the system 
(obtained from discussions with the designer) is shown in Figure 5. As shown by the 
root-locus plot of Figure 6, the bandpass of this system is limited by the time constant 
of the tilt transducer (a level vial) and the damping available in the system. In the 
existing system the network G (S) is not used for compensation. The time constant of 
the transducer is of the order of 10 seconds. The damping has not been measured. For 
purposes of this discussion, a ratio of effective moment of inertia to damping of 3 sec- 
onds is assumed. The response of this type of system to 0g>is given by: 


£ 

0o 




( 1 ) 


where co a is the real root of the system characteristic equation shown in Figure 6. As 
shown by Figure 6, oua is considerably larger than con- For purposes of approximation, 
it is therefore assumed that co/cha is approximately zero for the frequency range of 
interest. The system becomes equivalent over the frequency range to a simple damped 
spring mass system: 
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Figure 3.- Measurements made with three instruments at MIT Instrumentation Laboratory 
Facility, Bedford, Massachusetts (Ref. 10) 
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Angle between Normal to Earth Surface and "True" Vertical. 

Angle between Platform Normal and Earth Surface Normal. 

Angle between Platform Normal and True Vertical. 

Figure 4.- Schematic of MIT Instrumentation Laboratory servo-controlled platform 
(top) and definition of coordinates for level of platform (bottom) 
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Figure 5.- Schematic of MIT Instrumentation Laboratory servo-controlled platform 



Figure 6.- Plot of root locus for MIT Instrumentation Laboratory servo-controlled platform 






The error angle 6 is thus: 



( 3 ) 


For frequencies near and above the natural frequency, the system produces errors in 
the angular position relative to true vertical that are larger than the Earth motions ( 0 O ). 
With the time constants given above, the maximum possible natural frequency is 0. 18 
rad/sec or about 0. 03 cps which is 1. 8 cycle/min. Based on Figure 6, this implies an 
actual natural frequency of about 0.6 cycle/min for adequate damping. 

In construction of this platform, the designers did note the instability with increased 
gain discussed above. Measurements made on the performance of this system by 
NASA-ERC personnel using an electronic pendulous level with a natural frequency 
near 5 cps indicated no deviation of the platform from the vertical over long periods 
to within ±1 arc second. This performance was achieved in the presence of long-term 
tilts of the order of 10 arc seconds (see Figure 7). However, over short periods and 
for high frequencies the system appears to act as an amplifier. Figure 8 shows the 
transient effect caused by a man approaching the platform to mark the time of a read- 
ing. The indicated platform excursion is 2. 5 times the motion of the base. The per- 
formance of the system can be improved through the use of a transducer with a faster 
response, with velocity and possibly position feedback to the motor (K j), and by com- 
pensation networks. However, the level vial or an accelerometer cannot distinguish 
between rotations relative to the vertical and horizontal accelerations. An estimate of 
the power spectral density of the accelerations of a test station in a busy urban loca- 
tion, as obtained in Section HI, is shown in Figure 9. If the system bandpass were 
extended to 10 cps, the system would see accelerations of at least 1 micro-g and 
possibly up to 0. 001 g. This maximum acceleration would result in an intolerable 
motion of the order of 200 arc seconds. The smallest motion of 0. 2 arc second would 
exceed our design limit. 

Under Contract NAS 12-74 with NASA's Electronics Research Center, the Northrop 
Nortronics Division of Norwood, Massachusetts, has conducted a study of the feasibility 
of using gyroscope instruments for control of an active angular vibration-isolation 
system. The initial premise of this study was that Earth-bound system sensor require- 
ments would always be more severe than aeronautical and/or astronautical mission 
requirements. However, assuming a gyroscope drift rate of 0.1 millideg/hr, there 
would be an undesired Earth-rate component of 0. 1 millideg/hr at the end of 4 hours 
or a platform drift of 9 arc seconds/day. To control the low-frequency drift of the 
platform, accelerometers were added to the control loops. A schematic drawing of 
the system proposed by Nortronics in their final report is shown in Figure 10. 
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Tilt (sec) 



Figure 7.- Tilt measured on concrete base in miniature components test (FBM) area of MIT 
Instrumentation Laboratory basement, 68 Albany Street, Cambridge, Mass. 
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Figure 8.- Transient tilt of servo-levelled test platform in miniature components (FB/y\) test area of MIT 




Acceleration Power Spectral Density (g /cps) 



Frequency (cps) 

Figure 9.- Representative acceleration power spectral density for test station 
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Figure 10 Schematic of Nortronics-proposed isolation system (from Nortronics 
final report, contract NAS 12-74, 3/25/66) 
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They proposed that the test platform be hydrostatically supported on a spheric a l 
bearing and torqued through two gimbals. A block diagram of the control loop pro- 
posed is shown in Figure 11. At low frequencies, the platform is to be controlled by 
the accelerometer and at higher frequencies the gyroscope instrument is to assume 
control. The "'transition" frequency was calculated at 0. 0015 cps based on the 
smallest accelerometer gain that could be used to compensate for a low-frequency 
gyroscope drift of 0. 1 millideg/hr and a control error of 0. 01 arc second. Since 
gyroscope drift rate is known to vary essentially as a random walk at low frequencies 
(see e. g. , Refs. 8 and 9) an integrating loop is used to compensate for the long-term 
gyro drift rate. Since the gyroscope used in the analysis has a relatively long time 
constant (about 0.7 second), strong lead compensation has been used to extend the 
bandpass of the servo system to a calculated 1350 cps. The analysis unfortunately 
does not consider the effects of high-frequency components on gyroscope drift rate and 
has not included a complete consideration of the instrument error models. As shown 
in Figure 12, gyroscope instruments do have sizable drift rate components at higher 
frequencies where the noise generated by the rotating wheel and electrical torques 
begin to become significant. It should be noted that the data of Figure 12 has been 
effectively filtered by a measurement scheme having approximately a 4-cps bandpass. 
It is contended that a significant portion of this high-frequency rate is caused by 
angular motion of the base of the test platform; however, no measurements have been 
made to confirm this contention on the instrument being considered. The Nortronics 
analysis does not optimize the system with respect to the frequency spectra of the 
environment and instrument errors. The use of gyroscopes other than those having 
the approximate characteristics of one of the Nortronics SINS gyro has not been 
considered. The possibility of passive inertia isolation at high frequencies is not 
considered. 


Another scheme for distinguishing between rotational and translational motions is 
the use of a simple damped pendulum as shown schematically in Figure 13. At very 
low frequencies, a pendulum is held to the vertical by the restraint of gravity. At 
high frequencies, inertia tends to keep the pendulum at rest with a signal output pro- 
portional to the rotational displacement of the case. At high frequencies , this inertia 
also makes the pendulum insensitive to acceleration. At intermediate frequencies, 
however, the pendulum is very sensitive to acceleration and insensitive to rotation. 

If the disturbances are small at these frequencies, the system can conceivably be 
effective. 

The proper design of any of the above systems demands a knowledge of the accelera- 
tion and rotation environment in which the system operates. Section III reviews the 
results of efforts to describe these environments and presents the measurements 
obtained to date. 
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Power Spectral Density £(deg/hr) 2 /cps]] 


Data obtained from Honeywell Memorandum 
May 16, 1963. From T. R. Lerwick to 
C.A.Edstrom (Minneapolis Facility). 
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Figure 12.- Estimated power spectral density of gyroscope drift rate — Honeywell 
gyro model No. CG159 Cl, Unit No. 5 






II. PERMISSIBLE MOTIONS OF THE TEST PLATFORM 


Introduction 

To test a precision instrument, it is essential that the environment in which the instru- 
ment is tested does not introduce inputs to the instrument, the combined effect of which 
is not defined to an accuracy of one order of magnitude greater than the accuracy de- 
sired of the instrument under test. If a gyroscope or accelerometer is tested on a 
platform which is not perfectly stationary with respect to its Earth-reference coordi- 
nate system, there will be inaccuracies in the test results. These inaccuracies will 
be caused by the following factors: 

1. Uncertainties in the orientation of the instrument relative to the angular 
velocity of the Earth and to the direction of gravity 

2. Angular vibrations of the test platform 

3. Translational vibrations of the platform. 

The magnitude of the maximum possible errors in gyroscope and accelerometer testing 
which can be expected for each of the above factors is estimated in the following para- 
graphs. For reference purposes, these factors are used to specify the allowable 
motions of inertial sensor test platforms for testing gyroscopes having drift rates of 
0. 1 millideg/hr, and for testing accelerometers to an accuracy of 0. 000001 of gravity 
(1 micro-g). 

Errors Due to Uncertainty in Orientation 
of the Instrument 

If a gyroscope is mounted with its sensitive axis at an angle of 0 to the axis of rotation 
of the Earth, the gyroscope will sense a component of the angular velocity of the Earth 
of: 


W IA = W (I-E) COS 6 (4) 

where 

ooia = angular velocity about the gyroscope-sensitive axis 

Wj-e = angular velocity of the Earth relative to inertial space 

0 = angle between the gyroscope-sensitive axis and the Earth's polar axis. 

If the angle 0 is in error by a small angle ejj, the gyroscope will sense a rate of: 

oo IA = w I E cos (0±<T) ~ (cos 0 t e' Q sin 0). (5) 


19 



Since the angular velocity of the Earth is 15 deg/hr, the error in the measured rate is: 


E = 15 sin 9 


( 6 ) 


where E is the error in rate (deg/hr) and €' 0 is the misalignment angle (radians). 
This error is a maximum when the gyroscope is oriented with its sensitive axis per- 
pendicular to the Earth axis. This is a fairly common test mode for obtaining the 
acceleration sensitivities of both single degree-of-freedom and 2 degree-of-freedom 
gyroscope instruments. The maximum gyroscope test error due to uncertainity in 
orientation relative to Earth axis is: 


Ejnax 15 Cq 0. 000073 6 q 


(7) 


where is the misalignment angle (seconds of arc). 

A drift of a test platform of 0. 2 second of arc would thus result in a test error of 
0. 000015 deg/hr. 

Similarly, if an accelerometer test had an uncertainty in orientation relative to the 
gravity vector of 0. 2 arc second, the maximum error due to this uncertainty would be 
1 micro-g. 

For a gyroscope instrument, the error of the indicated rate caused by a 1 gravity 
acceleration is generally small compared to Earth rate. The error due to misalign- 
ment of the instrument relative to gravity is of the order of €q times the acceleration 
sensitivity and is thus negligibly small compared to the errors caused by misalignment 
with the polar axis. Similarly the errors caused by an accelerometer being misaligned 
with the angular velocity vector of the Earth are negligibly small compared to mis- 
alignments with the gravity vector. 

Gyroscope Test Errors Due to Angular Oscillations 

Since the gyroscope is a rate-sensing device, it will measure angular oscillations of 
the test platform about the input axis of the instrument. For an angular vibration 
displacement given by 

A = a sin cot. 


There is an angular velocity of 


A = a co cos cot. 
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The gyroscope will therefore sense a maximum rate for an angular vibration of 
amplitude a of 

A max = (8) 


Thus for a 1-arc-second angular oscillation at 0. 1 cps, the instrument will sense a 
rate of 0.628 arc sec/sec or 0.628 deg/hr. 

In testing an inertial sensor it is common practice either to pass the data through a 
filter or to average the data for a period of time which is presumed to be long com- 
pared to disturbance inputs to the instrument. If the filter has the characteristics of 
a first-order system, 


Xput = 1 

X in 1 + ts 


where 

T = filter time constant (sec) and 
s = Laplace transform variable, 
the indicated gyro rate is: 


l A l 


1 A| 2fff 
\/l + (277 f) 2 T 2 


( 9 ) 


where 

f = frequency of angular vibration (cps) 
r = filter time constant (sec) 

|A| = magnitude of angular displacement (sec) 

|A| = amplitude of rate indicated by measuring system about gyroscope input 
axis (degAr). 

The indicated error in drift rate due to angular vibration is plotted for various filter 
time constants as a function of vibration frequency in Figure 14 for this mode of 
testing. 
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Figure 14.- Error in measured drift rate due to angular vibration about sensitive gyroscope 
axis versus frequency of vibration — Drift rate is assumed to be filtered 
by first-order filter with time constant of T 






If the drift rate is obtained by averaging the data for a period of time T, the indicated 
drift rate is simply the difference between the angular displacements at the beginning 
and end of the averaging period divided by the averaging time: 

. a sin fcotj + T) - a sin GOtj 


If the averaging time is long compared to the period of vibration and does not coincide 
with a multiple of the vibration period, the maximum indicated rate is: 


a = 2a 

A Imax ~ T * 


The root mean squared indicated drift rate is: 


A _ a/(l - cos toT) . 

I rms T 


( 10 ) 


( 11 ) 


If there is a 1-arc-second angular oscillation and the averaging time is 10 minutes, 
the maximum indicated drift rate is 0. 0032 deg/hr. The rms indicated drift rate is 
0. 0023 deg/hr. The effect of averaging time on the indicated gyro drift rate due to 
angular oscillations is illustrated in Figure 15. Appropriate averaging times for gyro 
drift rate measurements have been a long-standing issue of contention among gyro- 
scope designers and manufacturers. The result of this disagreement has been a 
multiplicity of gyroscope test procedures, filter time constants, and corresponding 
instrument figures of merit. 

Two instruments of different design may have the same quoted rms drift rates and an 
order of magnitude difference in actual performance, depending on the filtering used in 
processing the data. In tumbling tests* for a single -degree-of-freedom gyroscope, a 
common filter time constant is 25 seconds. In the inertial reference drift test (servo 
test), the typical averaging time is 40 minutes per data point. The tumbling test time 
constant is chosen arbitrarily to produce a compromise between the speed of testing 
and a "smooth trace" on the chart recorder used in the test. One of the reasons for 
the 25-second time constant is stray angular motion of the test platform. The aver- 
aging time of 40 minutes in the inertial reference drift test is intended to permit the 
test platform to rotate through a sufficiently large angle (10 degrees) to permit accu- 
rate drift angle measurements. Another advantage of the long averaging time is that 
a 10-degree data-taking interval requires processing of only 36 data points per turn- 
table revolution while a 1-degree interval would require processing 360 data points. 
The development of automatic data handling and processing equipment over the past 
decade tends to minimize the importance of the latter advantage of longer averaging 
times. 


*A description of typical gyroscope test procedures may be found in Refs. 12, 13, 
and 14. 
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Error in Drift Rate Measurement 
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Figure 15.- Error in measured drift rate due to angular vibration about sensitive gyroscope 
axis versus averaging time — Drift rate is filtered by averaging over time 
period which is long compared to the period of the vibration 


A stronger argument for the use of long averaging times is that in most applications 
an inertial quality gyroscope is used as an angular orientation transducer. Therefore, 
the final measure of gyroscope performance in application is the integral of gyroscope 
drift rate or drift angle. The measure of the averaging or filtering that may be per- 
mitted in a gyro test would be the speed and accuracy required in vehicle maneuvers 
in a given application. However, the time required for an instrument calibration is 
directly proportional to this averaging time. In addition, high-frequency noise signals 
may produce saturation or other undesirable effects in system use. In any event, the 
information about the gyroscope drift rate obtained in most gyroscope test procedures 
is strongly limited by the filtering and averaging employed in the test. For reference 
purposes it is assumed that the smallest filter time constant will be 10 seconds and the 
shortest averaging time will be 20 seconds. This implies that an angular motion of 
0. 001 arc second at frequencies greater than 0. 1 cps will result in an indicated drift 
rate of about 0. 0001 de^hr. 

In addition to the errors in the test results which are caused by the instrument meas- 
uring the instantaneous rate associated with the angular vibration, there is a steady- 
state error produced by angular vibrations that will exist in any rate or rate-integ- 
rating gyroscope. Since this angular vibration error has a steady-state component, 
it cannot be eliminated through the use of long averaging times. If a single degree- 
of-freedom rate -integrating gyroscope is subjected to angular vibrations about its 
spin and output axes, as shown schematically in Figure 16: 


A SRA* = a sin tot 
A(j_c)oa = k sin tot + e cos tot, 
there is a rate about the instrument's reference input axis of: 

^IRA = A (I-C)OA A §RA 

abto . „ aeto _ , aeto 

= — 2 — sin 2 tot + — 2 "=- cos 2 tot + 2 W 


( 12 ) 


(13) 


The average rate 


ofe A 


(14) 




PERFORMANCE EQUATION : 

• • * • 
C d A (C-F)OA + ^FOA +I W^ A (I-F)OA = HA IA 

DEFINING ; T 0 = (I - F0A + Ivv - GYROSCOPE TIME CONSTANT 

c d 

h = GYROSCOPE GAIN 
c d 

AND SINCE: Ad.pj 0A = A( X _ C )oa + a (C-F)OA 

WE HAVE: A (I _p) 0A + r 0 A (I - F) OA = h A IA + A (I-C) OA 

Figure 16.- Schematic of single-degree-of-freedom rate-integrating gyroscope 



is the "coning" or "kinematic rectification" error described in Refs. 15 and 16. Since 
the gyroscope instrument is sensitive to the rate about the input axis of the gyroscope, 
the actual rate that will be sensed by the instrument is: 


W IA ~ A (I-F)OA A SRA* 


( 15 ) 


Assuming the small angle approximations and a first-order system response, * the 
motion of the gyroscope float caused by the angular vibration about the instrument’s 
output axis is: 


A (I-F)OA 


A (I-C)OA 
1 + jrco 


(b - erco) sin cot 
1 + t 2 oo 2 


(e - br to) cos tot 
1 + T 2 t0 2 


(16) 


where 


T - gyroscope characteristic time 


jto = complex frequency variable 


The rate about the input axis is thus: 


«IA 


_ ato(b -eTto) sin 2tot + ato (e-brto) cos 2tot 

2 (1 + T 2 (JO 2 ) 

+ ato (e -bT to ) 

2 (1 + T 2 to 2 ) 


(17) 


The average rate due to. angular vibrations about the spin and output axes is: 


to 


* 

IA 


_ ato (e-brto) 
2 (1 + to 2 ) 


(18) 


♦The first-order approximation is strictly valid only for an infinitely stiff gyroscope 
float. It is, however, a good approximation for the range of frequencies of interest 
to this study. The effects of compliance on the frequency response of a gyroscope 
instrument is discussed in Ref. 17. The effects of compliance on the angular vibra- 
tion errors is considered in Ref. 18. 
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Similarly, if there is an angular vibration about the gyroscope input axis of: 


A(I-C)IA = c sin cot + f cos cot , 


( 19 ) 


the float response is: 
h A 


(I-F)OA 


(I-C)IA 


1 + jrco 


h (c-fr co) sin cot h (f-erco) cos cot 

+ — ( 20 ) 


1 + T 2 CO 2 


1 + t2 CO^ 


The drift rate due to the angular 

vibrations: 

A (I-C)SRA* 

= a sin cot 

+ 

d cos cot 

A (I-C)OA 

= b sin cot 

+ 

e cos cot 

A (I-C)IA 

= c sin cot 

+ 

f cos cot 


( 21 ) 


is therefore: 


co 


IA 


_ [a^e+fh) - d(b+ch)] co 
2 (1 + t 2 co 2 ) 

T [a(b+ch) +d(e+fh) ] co 2 
2 (1 + r 2 co 2 ) 


( 22 ) 


The angular vibration represented above is the most general single-frequency angular 
vibration that may be applied to the instrument. The orientation of the unit with re- 
spect to the angular vibrations varies from one test orientation to another, changing 
the effective components of vibration about each of the unit axes. It is therefore useful 
to consider the effects of a coordinate transformation where the unit has been rotated 
with respect to a set of reference axes. The vibration components given above can be 
considered, in the manner of Ref. 4, as the components of two angular vibration 
vectors: 

> > > 

Vi = (ia + jb + kc) sin cot 


> > > 

V 9 = @d + je + kf) cos cot 


(23) 
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The squared magnitude of these vectors is given by 


e\ = a 2 +b 2 + c 2 


. 2 _ .2 . 2 . -2 
£ g - cl + e + i , 


( 24 ) 


and they are separated by an angle given by 

I > >1 


sin B = 

Vl X V 2 

|> | I > I 


|Vll |v 2 | 


(25) 


We also have 


sin 6 


> > > > > 
(il 1 + jnij + knj) x (i + jm 2 


+ ^ n 2 ) 


where t , m, and n are the direction cosines of the vibration vectors referred to the 
unit axes in a given orientation. In terms of the vector magnitudes and the direction 
cosines, the error is given by 


e l € 2 [' t 'l( m 2 + hn 2) " ^2 fal +hn l)] W 

g — ^ 

2 (1 + T 2 C0 2 ) 

t [€*l 1 (m x + hn x ) + c |^ 2 + hn 2 ) 3 ^ 

2 (1 + T 2 CO 2 ) 


(26) 


If the magnitudes of ei and e 2 were known and the angle between the two vectors were 
known, we could now proceed to find the direction cosines that would produce the 
maximum error. Unfortunately, if more than one frequency component is present in 
the vibration, it is difficult to measure the phase of the vibration components, and only 
the total squared magnitude of the vibration can be measured. This total vibration at 
a given frequency is defined as 




2 



(27) 
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The maximum error occurs when the quantity 


q = € 1 € 2 [' t i^ n 2 +hn 2 ) “ l 2 ^1 + hn lH 


- rw l 1 (mj + hnj) + € 2 l 2 * m 2 + hn 2^ 


( 28 ) 


is a maximum for a given value of c 2 . The quantity q is subject to the constraints: 


e 


2 


+ e 


2 

2 


1 1 + nij + n i = 1 


,2 2 2 _ 

^2 m 2 + n 2 “ 1 


( 29 ) 


Using the method of LaGrange* multipliers, the maximum value of q occurs when 


n l = hm l 
n 2 = hm 2 

i _ ~ (1 ~ 2 *i> 

4 a - 2t 2 2 ) 

[(1 +h 2 )m^m£ + ^1^2^ 
(1 - 2£ 2 ) (1 - 21 %) 


( 30 ) 


*A discussion of the use of LaGrange multipliers may be found in Ref. 19. 
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Inspection of this set of equations indicates that there are eight unknowns and only 
seven equations. However, a re-examination of Eq. (30) indicates that the components 
of the angular vibration could be written as 


A ([-C)SA 

A (I-C)OA 

A 0-C)IA 


d* cos (cot + <p) 
b* sin (cot + <p) + 
c' sin (cot + <p) + 


e' cos (cot + <p) 
f’ cos (cot + <p) 


( 31 ) 


where the angle <p is dependent only on the instant of time at which the measurement 
was begun. It is always possible to start this measurement at some instant of time 
that would make the phase angle <p equal to zero. Since the average error of the 
instrument given by Eq. (22) must be independent of the time at which the vibration is 
measured, one of the unknowns in Eq. (30) must be arbitrary. Therefore, set 


l 


1 


= 0 


Substituting the conditions given above, the maximum error in radians per second is: 

(32) 


E’ 

max 


e 2 (1 + h 2 ) 1/2 co 


4 (1 + t 2 co 2 ) 1/2 


where e is in radians and r in seconds of time. Converting to units of arc seconds for 
e and deg/hr for the error, we have: 


max 


= 1. 23 x 10 -6 


co (1 + h 2 ) 


1/2 


(1 + T 2 CO 2 )!/ 2 


(33) 


This maximum possible angular vibration error is plotted as a function of frequency in 
Figure 17 for two typical gyroscope designs. The instrument with the 0. 001 second 
time constant is used in airborne or ballistic applications and the instrument with the 
0. 2 second time constant is used in shipboard applications. For a given wheel speed 
and general design configuration, the ratio of the gyroscope gain to the time constant 
(h/r ) is relatively constant. The time constant of the instrument is: 

T = J FOA + Iw . (34) 

cd 
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Drift Rate 


1.23 x 10' 


; I W (I + h 2 )' /2 
(_ ( I + CU^ ) 1/2 


maximum drift rate, (deg/hr) 

peak amplitude of angular vibration (sec) 

gyroscope gain 

gyroscope time constant (seconds) 

2 7T f 

vibration frequency 


Frequency (cps) 


Figure 17.- Maximum steady-state error that may be produced by angular 
vibration for two typical gyroscope designs — Gyro drift 
rate versus frequency of vibration 



The gain is: 


h 



( 35 ) 


The ratio is: 


h/r 


H 

X FOA + *w 


(36) 


The float moments of inertia are proportional to the wheel moment of inertia. The 
angular momentum H is proportional to the product of wheel speed and wheel moment 
of inertia. Since at high frequency the angular vibration error is proportional to h/r , 
the plots of Figure 17 include a wide range of single-degree-of-freedom rate -integrating 
instruments. For reference purposes, the sensitivity of rate -integrating gyroscopes 
to angular vibrations is assumed to be 0. 002 deg/hr/sec2. Two-degree- of- freedom 
displacement gyros and free rotor gyros are not sensitive to the steady-state angular 
vibration errors discussed above. 

Accelerometer Errors Due to Angular Vibrations 

A perfect accelerometer would be insensitive to angular motions. However, many 
accelerometers are constructed as damped pendulums which at higher frequencies 
do have sensitivities to angular accelerations. In the simplest instrument, the pen- 
dulum is restrained only by gravity and the angular displacement of the float in radians 
is interpreted as the acceleration along the sensitive axis in g units. (It should be 
noted that since the operation of this instrument is dependent on gravity, the instru- 
ment is not generally useful in space applications. ) The equation of motion of this 
pendulum is given by: 

• . * • • 

10 + C(j0 + mgl0 = I0 q + mgl 0 O + mla . (37) 


The solution of this equation of motion is : 




(38) 
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where 


"n -J+ 

/? = ratio of damping to critical 

(0 = 2ni = circular frequency of vibration. 


With the exception of the frequency range near the pendulum natural frequency, the 
instrument interprets an angular oscillation as an acceleration. Accordingly, an 
oscillation of 1 arc second is interpreted as a 5 micro-g acceleration. The same 
arguments that are employed in gyroscope testing, as discussed above, are also used 
to justify long averaging times for accelerometer data. Averaging times of 10 minutes 
per data point are not uncommon. For a sinusoidal angular motion, the indicated 
acceleration is: 


A- n( j = 5 sin tot micro g/sec. 


The average acceleration is: 


T+tj 

A. nd = — f 5 sin tot dt ~ [cos totj - costofT + t-^J (38a) 

T J h 


A ind = coT [ COS wt l ~ COS wt l COS wT + sin wtl sin a>T J 


= [cos totj (1 - cos toT) + sin tot i sin coTj . 


(38b) 


The mean square indicated acceleration is: 


“2 _ 


25 


C0 2 T 2 


\_\0- ~ cos toT + sintoT)J 


T 2 

A ind 


fe b 1 - ooa uT >] 


60 T 


(38c) 
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The rms indicated acceleration is: 


A. 


ind. rms ojT 


= V 1 - cos o)T 


for coT = -1 


(38d) 


A 


ind. rms 


5 >/¥ 
CCT 


(38 e) 


For averaging times which are long compared to the frequency of vibration, the maxi- 
mum average indicated acceleration is: 


A ind. max = M “icro-g/sec (38f) 

The maximum rms indicated average acceleration is: 

"^ind. rms - 277 fT m i cro- g/sec (38g) 


Thus, for an angular vibration of 1 arc second at 1 cps with an averaging time of 
10 seconds, the error in acceleration measurement would be of the order of 0. 1 
micro-g. At frequencies which are low compared to the averaging time the error in 
indicated acceleration is basically that due to misalignment relative to gravity. More 
sophisticated pendulum instruments make use of active restraint systems to maintain 
the pendulum at null. It should be noted that some instruments designed for space use 
at very low accelerations (10 “8 g or less) possibly may not have a linear range of 
more than two or three orders of magnitude. The existence of oscillations represent- 
ing 10"4 g, although at a high frequency, may result in very significant errors due to 
saturation and other non-linearities in the average indicated acceleration. If it is re- 
quired that the threshold of measurement be obtained, it is necessary to control the 
angular oscillations so that the indicated accelerations due to angular vibration must 
be an order of magnitude smaller than the threshold acceleration as discussed below 
in the subsection on Accelerometer Errors (page 33). For example, to demonstrate 
a threshold of 1 micro-g, the indicated acceleration due to angular vibration must be 
less than 0. 1 micro-g. The force required to maintain the pendulum at null is pro- 
portional to the acceleration along the sensitive axis of the instrument. The equation 
of motion of an actively restrained pendulum is: 


10 + 0 


+ mgl0 



10 o + mgl 0 O + mla 


(39) 
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Assuming a solution of the form Ae the pendulum angle is: 


J£0 


0 = 


n 


-4) 

+ 2 /J jiiL 1 

03 

0 

3 

S' 

J 

n J 


( 40 ) 


Integration and scaling to acceleration units yields the indicated acceleration as: 


A. ^ 
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For stability: 
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mgl < 28u n 


Assuming: 


K 


SS = °- 5 "n" 8 ‘ °- 5 


The indicated acceleration is: 
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[(‘ -%) *° + a/g ] 
n 

t. [(■ - 4 ) • ■«■*] 


(41) 
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The magnitude of the indicated acceleration is : 



The integration thus acts to filter high-frequency motions; that is, at high frequencies, 
the sensitivity to angular vibrations is attenuated to produce an error smaller than 
that associated with the simple pendulum. 


Gyroscope Errors Due to Translational Vibrations 

If an instrument has a random drift rate of the order 0. 0001 deg/hr, it is reasonable to 
assume that the instrument has been balanced to produce a linear sensitivity to accel- 
eration of less than 0. 1 deg/hr/g. Assuming a filter time constant of 10 seconds, at 
1 cps, a vibration of 0. 01 g would be required to produce a drift rate of the order of 
0. 00002 deg/hr. This acceleration corresponds to a peak-to-peak displacement of 
about 0. 2 inch. At 0.1 cps, a displacement of 2 inches would be required to produce 
the same error. At frequencies below 0. 015 cps, an acceleration of 0. 0001 g fclis- 
placements greater than 10 inches) would be required to produce a drift rate of 0.00001 
deg/hr. As discussed in the following section, these accelerations are considerably 
larger than those encountered in measurements of translational vibrations at these 
frequencies. 

Gyroscope instruments also have sensitivities to the square of the applied acceleration 
known as the compliance or anisoelasticity torque that are very significant in high- 
acceleration applications. However, assuming a sensitivity of 0. 1 deg/hr/g^, it would 
require an acceleration of 0. 01 g to produce a test error of 0. 00001 deg/hr. As dis- 
cussed in the following section, accelerations of these magnitudes are not encountered 
in vibration measurements in typical inertial sensor calibration laboratories. 

Accelerometer Errors Due to Translational Vibrations 

The acceleration due to translational vibrations will be sensed by an accelerometer 
and, unless the vibration is defined to the accuracy of the instrument, this acceleration 
will be interpreted as an error. If we are willing to average the acceleration for a 
period of time T as discussed above, the indicated error due to vibrations whose per- 
iods are short compared to the averaging time, the maximum error is: 



77 fT 


(14a) 
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and the rms error is: 


_^vibl . (44b) 

j2nfT 


An acceleration of 10“% at 1 eps would represent an error with a 10-second averaging 
time of about 1. 5 micro-g. However, if the instrument is not linear, calibration 
errors will result from the use of averaging, cross correlating, or other smoothing 
techniques. Consider, for example, the instrument whose idealized signal output is 
plotted as a function of applied acceleration in Figure 18. At accelerations below the 
minimum detectable acceleration (threshold) a Q , there is no signal output (this may 
be due to friction in a pendulum or suspended mass instrument or misalignment 
errors in an integrating gyroscope accelerometer). At large accelerations, saturation 
and other non-linearities will limit the signal output at high accelerations. The accel- 
eration under which the instrument is tested is: 


a = b + b, sin cot 
o 1 


(45) 


where b Q is the desired input acceleration. If bi is of the same order of magnitude 
as a Q , it is impossible to detect the threshold acceleration a Q . If we assume b Q = a Q 
and bi = ao, the average signal from the instrument is: 


- c l b l [” c l b l c l b o 

S = / sin (cot) d (iot) = “ — = — “ . (46) 

Jo 

If b. - a and b = — 

1 o 02 

— c l b l f 5n ^ G 0.866 0!^ 

S = I sin (cot) d (wt) = ~ . (47) 

*V/6 

If b, = a and b =0 
1 o o 


S = 0 


(48) 
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1 - AVERAGE SIGNAL OUTPUT VERSUS AVERAGE ACCELERATION 

WITH NO STRAY VIBRATION 

2 - AVERAGE SIGNAL OUTPUT VERSUS AVERAGE ACCELERATION 

WITH STRAY VIBRATION OF ACCELERATION AMPLITUDE a 0 




a | s b 0 + 0 (Curve I ) 

a 2 * b 0 +a 0 sin cut (Curve 2) 



Figure 18.- Idealized accelerometer signal output versus applied acceleration 
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( 49 ) 


and if b- = a„ and b = 2a^ 
1 o o o 

S “ c ^ a • 
l o 


The output of the instrument with a vibration of magnitude a is plotted as the dashed 
line of Figure 18. The threshold capability of an instrument may not be determined 
unless all of the inputs to the instrument are defined to within that accuracy. Thus, to 
demonstrate a threshold of 1 micro-g, it is necessary to control the environment to 
0. 1 micro-g. 


Summary of Permissible Motions of a Test Platform 
for Gyroscope Testing 

As discussed in the subsection on Gyroscope Errors frage 20), the acceleration sen- 
sitivities of a well designed gyroscope instrument are such that accelerations of 0.01 g 
above 1 cps produce negligible measurement errors after averaging the gyroscope 
output signal. At lower frequencies the displacements required to produce a signifi- 
cant error are very much larger than those encountered in practice. It is therefore 
concluded that no translational vibration isolation is required for gyroscope testing. 
Accordingly a translational vibration of 0. 001 g is considered tolerable. Figure 19 
plots the errors in gyroscope testing for a 1-arc-second angular vibration for several 
typical averaging times as a function of vibration frequency. At frequencies below 
1 cycle/day, the error is primarily due to misalignment relative to Earth axis. For a 
10-second time constant filter or a 20-second averaging time, the error for frequencies 
between 1 cycle/day and 1 cycle/min is due to the ability of the instrument to measure 
the instantaneous rate associated with the undesired oscillation. At frequencies above 
1 cycle/min, the error is the uncertainty in position error divided by the averaging 
time Since the errors in this representation are sinusoids and since the inputs have 
been assumed sinusoidal, the total error due to angular oscillations of at 10“6 cps 
and €2 at 1 C P S is : 


Ej = y (T. 3 x 10-5) 2 + (0. I) 2 • (50) 

Similarly, if in addition to and e 2 , there is an e 3 at 10~4 cps, the total error is: 

Ej = ]J (7. 3 x 10" 5 ) 2 + (0. I) 2 + (2ff x 10“ 4 ) 2 . (51) 
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Indicated Drift Rate (deg/hr) 









For the 20-seeond averaging time, the error due to an angular vibration at a given 
frequency is approximately given by: 


e 


(7. 3 x 10 5 + 277' f) ef 


J 7 


+ <20irf)‘ 


( 52 ) 


The total squared error is then: 


E 


2 


-r 


(7.3x 10 5 + 27rfi) 2 gf 
1 + (2077f) 2 


(52a) 


If the angular vibration is given as a power spectral density in terms of seconds of arc 
(peak) squared per cycle per second, the error due to angular vibrations is: 


E 



(7. 34 x 10 5 + 27rf) 2 (f) df 

4 + (2077f) 2 


(53) 


For reference purposes, the tolerable angular motions of the test platform are those 
which will produce an error no greater than 0. 00001 deg/hr. At frequencies below 
1 cycle/day, this represents 0. 14 arc second. At frequencies above 1 cycle/min, 
this represents 0. 0001 arc second. For permissible errors of 0. 0001 deg/hr, the 
above figures are multiplied by 10 (1.4 and 0. 001 arc seconds). 

For averaging times of 1 hour, the errors due to angular vibration maybe repre- 
sented as: 
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-5 


(7. 3 x 10 + 2uf) 


{ 


1 + (3600 Trf)" 


0. 002 f e 2 

+ / 777 " 


(54) 


The additional term in the above equation is the steady-state error due to angular 
vibrations which is negligible for the 20-second averaging time, but may be important 
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for very long averaging times. If the angular motion is given as the power density 
spectrum , the error is: 


E 



2 x 10" 3 f 0) 

/l+f 2 



(7.3 x 10 5 + 2nt) 2 $ €€ (f) 
1 + (3600 TTf) 2 


( 55 ) 


At frequencies above 0. 0001 cps, an angular motion of 0. 18 arc second would produce 
a drift rate error of 0. 0001 deg/hr. If an accuracy of 0. 00001 deg/hr is required, the 
motion must be limited to 0. 018 arc second. At these amplitudes the steady-state 
angular vibration errors are negligible. The error is therefore defined as: 


E 



(7.3 x 10 5 + 277f) 2 (f) df 

1 + (Tfff) 2 


(56) 


where T is the effective averaging time in seconds and E is the error in deg/hr. 

Permissible Motions of the Test Platform 
for Accelerometer Testing 

If an accelerometer is linear at all accelerations of interest, it is possible to use 
averaging to obtain the output signal for accelerations less than the acceleration 
associated with the vibratory output. However, if the instrument has a dead zone 
(due for example to friction) or other pronounced non-linearity, a vibratory accel- 
eration of the order of the dead zone will act to mask the nature of the non-linearity. 
Therefore, to measure the threshold in a slightly non-linear instrument, it is nec- 
essary to control the vibratory inputs to one-tenth of the desired threshold. Thus, 
to demonstrate performance at 1 micro-g, it is necessary to control the environment 
to within 0. 1 micro-g. Similarly, for performance measurements at 1 micro-g, it is 
necessary to know the angle between the accelerometer-sensitive axis and the appar- 
ent vertical to within 0. 02 arc second. 
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III. REPRESENTATION OF THE TEST LABORATORY 
VIBRATION ENVIRONMENT 


Introduction 

As shown in Section II, angular vibrations and translational vibrations are capable of 
introducing errors in the calibration of inertial sensors (gyroscopes and accelero- 
meters) if they are of a sufficiently large magnitude. It is the purpose of this section 
to present an estimate of the vibration environment at a typical urban test laboratory 
location. It is then demonstrated that the existing vibration environment is too severe 
to permit the calibration of gyroscope instruments to testing accuracies of 0. 1 milli- 
deg/hr or accelerometers to testing accuracies of 1 micro-g, and that a ground motion 
isolation system is, in fact, required. As indicated in Sections I and TV, proper de- 
sign of this isolation system demands at least an approximate description of both the 
translational and rotational vibrations. The estimates presented here will be supple- 
mented by the following efforts during the course of this study: 

1. Air Force Cambridge Research Laboratories, under contract to NASA, Elec- 
tronics Research Center, will install and operate a semi -permanent seismic test 
station in the Kendall Square area of Cambridge, Mass. Continuous records will 
be maintained and analyzed to provide the actual frequency spectrum of transla- 
tory ground motions. This contract expires August 19, 1967. 

2. NASA Electronics Research Center personnel, with the assistance of the MIT 
Experimental Astronomy Laboratory, will continue to conduct investigations of 
instrumentation and techniques for distinguishing between translational and rota- 
tional motions. Measurement instrumentation will be installed in the temporary 
NASA Inertial Test Laboratory at 545 Main Street, Cambridge, Mass. , and at the 
future test site location. The data obtained will be analyzed to provide better esti- 
mates of the angular vibration power spectrum. A secondary objective is the de- 
sign of a measurement system that will permit rapid definition of the basic limita- 
tions introduced by laboratory vibration environments. The information presented 
in the following paragraphs is based on a review of previously existing data and 
literature and preliminary data obtained by NASA, AFCRL, and M. I. T. Experi- 
mental Astronomy Laboratory personnel. 

Translational Vibrations 

Since the response of the Earth at a given location to an earthquake or other seismic 
activity is very strongly dependent on local soil structure and, to some degree, the 
terrain and man-made structures in the area, most seismological data are presented 
in terms of relative magnitude referenced to the particular location. Until the past 10 
years, relatively little quantitative data on the magnitude of the Earth vibrations being 
measured were reported. The papers are concerned primarily with precise measure- 
ments of arrival times of an Earth tremor and the comparison of the apparent propaga- 
tion velocities with hypotheses of the structural properties of the Earth. Some data 
have been obtained, especially in California, Japan, and Hawaii, on the vibrations pro- 
duced bv earthquakes. These data were obtained for the engineering design of struc- 
tures.^ However, these motions are too infrequent and too severe to be considered 
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as a representative environment for the test station. Ref. 20 reports acceleration 
levels during California earthquakes of between 0. 04 and 0. 33 g. The measurements 
are made within a 50-mile radius of the earthquake center. Even in seismically 
active California, the expected average number of major earthquakes is of the order 
of one per year. 19 


As part of the VELA Uniform program for the detection of nuclear weapons tests, 
studies have been conducted by the Acoustics and Seismics Laboratory of the Univer- 
sity of Michigan to determine the seismic background vibrations of the Earth (vibra- 
tory motions that are not associated with any known natural or man-made shock). 21 
The results of these studies 22 indicate that the background vibration varies with both 
time and geographic location. The areas of largest seismic background vibration in 
the United States are the eastern and western coastal areas. It is believed that maior 
sources of the microseismic activity are ocean waves and meteorological activity. * 3 
Ref. 22 presents the measured Fourier spectral densities obtained at various test 
locations in the United States over the frequency range of 0. 25 to 100 cps. The results 
intentionally omit any data that can be attributed to man-made sources. The maxi- 
mum spectrum is plotted as a power spectral density as Curve A of Figure 20. Curve 
B obtained from Ref. 24 plots similar data for frequencies between 0. 02 and 2 cps. 
Curve C obtained from Ref. 25 plots vibrations for frequencies between 0. 005 and 0. 5 
cps due to ocean storms as measured at the LaJolla test station of the University of 
California at San Diego. Efforts were made in all of the above studies to eliminate 
any man-made disturbances and vibrations caused by the passage of vehicles and other 
cultural activities. Ref. 20 presents ground motion data obtained within 50 feet of a 
railroad track that indicates accelerations of the order of 0. 03 g due to the passage of 
a railroad train. Data obtained near a highway indicated accelerations of the order of 
0. 005 g. Ref. 26 (a study for the Army Guidance and Control Facility at Huntsville, 
Alabama) presents the frequency spectra caused by vehicles at 75 feet from busy 
streets in Madison, Wisconsin (Curve F), and Los Angeles, California (Curve E). It 
is expected that the vibration levels in the Kendall Square Area of Cambridge, Mass. , 
will be more severe than those reported in Ref. 25 because of the high industrial acti- 
vity in the area. Preliminary data obtained in a building in the area of the NASA-ERC 
Inertial Sensor Test Laboratory are reported in Ref. 27. Rms background vibration 
levels of the order of 35 to 70 micro-g at frequencies near 5 cps were observed during 
normal working hours. Trains passing through the area produced peak accelerations 
as large as 115 micro-g. Preliminary data obtained by AFCRL also give acceleration 
values of the order of 100 micro-g between 3 and 6 cps. The reference power spec- 
trum of Figure 20 indicates an acceleration level of approximately 470 micro-g (rms) 
in the band between 3 and 25 cps. The reference plot assumes a white noise displace- 
ment of 0. 1 thousandths of an inch squared per cps (0. 1 x 10“6 inr/cps) for frequen- 
cies between 0. 01 and 0. 1 cps, a white noise velocity from 0. 1 cps to 3 cps, and a 
white noise acceleration to 25 cps. The spectrum is then assumed to fall off at 3-1/3 
orders of magnitude per decade. At frequencies below 0. 005 cps, the only quantita- 
tive measured data found available have been obtained by strain measurements during 
the Chilean earthquake of 1960 and the Alaskan earthquake of 1964. The plot D is ob- 
tained by estimating the displacement as the measured strain 28 for the Alaskan earth- 
quake multiplied by the radius of the Earth and converting to acceleration units. It 
appears reasonable to assume that the normal vibration levels will be orders of magni- 
tude below this estimate. The heavenly bodies (planets, the moon, the sun, and other 
stars) all exert gravitational forces on the Earth. The size of the Earth and its rota- 
tion about its own axis and motions relative to the other celestial bodies result in a 
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Figure 20.- Representative acceleration power spectral density for test station 






variation of gravity as a function of time and position on the surface of the Earth. This 
variation in the gravity field has a magnitude of the order of 0. 1 micro-g 2 ^ and a 
primary frequency of 2 cycle/day. There are also components at all the frequencies 
associated with the gross motion of the Earth (i. e. , 1 cycle/day, 1 cycle/29 days, 

1 cycle/year, etc. ) which change the amplitude of the 2-cycle/day variation. This 
specific force variation results in the ocean and Earth tides. An estimate of the dis- 
placement of the Earth caused by these specific force variations is of the order of 1 
foot. 30 At frequencies between 2 cycle/day and 0. 01 cps, a white noise displacement 
of 0. 1 x 10“ 6 in. 2 / cps is probably too small. For purposes of this estimate we assume 
a white noise acceleration spectrum of 10 - 15g 2 /cps f rom o to 0. 01 cps. 

Tilts and Angular Vibrations 

With the exception of the scattered measurements reported in Ref. 1, no available 
data have been located in the literature describing the angular vibrations of typical 
test stations. Ref. 1 quotes tilts of the following magnitudes: 90 sec/yr, 5 sec/mo, 

15 sec/wk, 22 sec/48 hr, 22 sec/day, and 11 sec/6 hr. Possible causes for these 
motions include: solar heating, non-uniform heating in the structure, local soil con- 
ditions, and live loads in the building structure. No data which provide a frequency 
spectrum of the angular vibrations have been located. Accurate measurements of 
azimuth variations appear to be non-existent for periods shorter than several months. 
Several measurements have been made of tilt motions in the vicinity of the site of the 
NASA-ERC Inertial Test Laboratory at test locations within the MIT Instrumentation 
Laboratory. Figure 21 presents data obtained by MIT Instrumentation Laboratory 
personnel at a test location in a building at 224 Albany Street in Cambridge, Mass. 
During working days (Monday through Friday), there is a daily variation in level of 
about 5 arc seconds peak-to-peak with instantaneous rates which are quite large com- 
pared to the reference slope of 0. 1 millideg/hr. This would prohibit the use of this 
test station for measurements of gyroscope performance to this accuracy. It should 
be noted that the tilts cannot be attributed to natural sources (e. g. , solar heating), 
since the variation in level diminishes considerably over the weekend (Saturday and 
Sunday). A plausible explanation for these tilts would be a visco-elastic behavior of 
the soil structure of the building. Personnel enter the building between 8 and 9 a. m. 
and the building remains occupied until about 5 p. m. The load on the building causes 
it to settle continuously until 5 p. m. when the load is removed. The building then 
returns slowly to its unloaded state. This hypothesis is confirmed somewhat by the 
regular discontinuity at 12 noon (lunch time) when part of the building load is removed 
for about an hour. Although, by consideration of local soil conditions and by struc- 
tural design, it may be possible to reduce or minimize the effects of local activity on 
building tilts, the mechanism of the tilts is not the concern of this memorandum. The 
efforts here are restricted to definition of the magnitudes and frequencies of possible 
rotational disturbances to provide a representation of the environment in which a base 
motion isolation system must function. 

An estimate of the maximum possible angular vibration spectrum that can exist is ob- 
tained from the reference acceleration spectrum. If we assume a rigid test fixture 
whose base is a 10-inch circle and that the center of the circle is fixed but there is a 
rigid body rotation of 0' radians, the acceleration at the edge of the base is: 
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Figure 21 Tilt of test station at MIT Instrumentation Laboratory basement located at 224 Albany St 
Cambridge, Mass. — Data obtained by D. Swanson of Instrumentation Laboratory 
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If 6 is the angle in arc seconds : 


a = 


5(2irf) e 


(386) x (2. 06 x 10 u ) 
= 2. 48 f 2 0 x 10" 6 g • 


g 


(58) 


If ^aa(f) is ^e acceleration power spectral density, the angular vibration power spectral 
density (f) must be less than; 
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Thus, at 100 cps, the maximum possible angular spectral density is: 
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At 25 cps: 
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This maximum spectrum is plotted as the upper bound of Figure 22. A second estimate 
may be made by assuming that the vibration may be represented as a propagating wave 
in an elastic half-space where the vertical displacement is given as: 


Z = Z q sin p^ x - 2 it ft] 

The wavelength X is related to the frequency of vibration by: 


(63) 


X = v/f 
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Angular Displacement Power Spectral Density (sec 2 /cps) 



Figure 22.- Estimated angular displacement power spectral density 
obtained from reference acceleration spectrum 
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where v is the velocity of propagation in the material. The angular motion is the slope 
of the surface wave: 


8 ' " 

o L o J 


(64) 


Converting to units of acceleration in g and arc seconds: 
8 = 0 ? cos x -2 TT ft 1 x 2.06 x 10 5 

2fffv o L v o J 

and assuming v Q ^2 miles/sec (see Ref. 31) : 
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The power spectral density of the angular rotation is : 
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At 100 cps the angular rotation would be: 

aoo) = 1,44 xl 1 °4 1 ° x 106 


At 25 cps: 
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At 3 cps: 


^ (3) = 1-44 x 10 8 x 1 0. 6 

0 8 (3) 4 


_o ^ v o 

= 1.6 x 10 sec /cps. 


( 70 ) 


This power spectrum is plotted as the lower bound of Figure 22 and is derived from the 
reference acceleration power spectral density. 


Neither of the above power spectra are valid representations of the angular vibration en- 
vironment. The upper limit curve assumes that the wavelength of the vibration is short 
compared to 5 inches at all frequencies and that structures of a size larger than 10 inches 
cannot be made rigid. The upper limit curve does, however, represent a maximum 
possible angular vibration consistent with the reference acceleration spectrum. If the 
soil, structure, and test platform were, in fact, part of a semi-infinite elastic space 
with properties that are independent of frequency and amplitude, the lower power spec- 
trum would be a fair respresentation. However, at very low frequencies soils do not 
behave as elastic materials and tend to exhibit viscous and visco-elastic behavior. This 
effectively results in a decrease in the velocity of wave propagation and permits larger 
angular motions. At higher frequencies the structures and soil variations at a particu- 
lar location may result in amplifications of the angular motions above those to be ex- 
pected in an elastic half-space. The reference spectrum shown in Figure 22 is esti- 
mated from the above considerations and the scattered measurements reported in the 
literature. At frequencies below 10 “5 cps, the spectrum is assumed to have a constant 
value of 108 sec^/cps. At frequencies of the order of 1 cycle/day, this implies an rms 
angular displacement of about 30 arc seconds which is the same general order of magni- 
tude as the 10 arc second peak-to-peak variation shown in Figure 7 and the 22 arc sec- 
onds reported in Ref. 1. At a frequency of 0. 01 cps, the reference spectrum indicates 
angles of about 0. 3 arc second rms which is consistent with the 1-arc-second transient 
shown in Figure 8. At frequencies above 0. 3 cps, there is only a factor of 3 margin 
between the rms of the reference displacement spectrum and that predicted by the 
elastic wave since it is felt that the soil and structure do behave elastically at frequen- 
cies above 0. 3 cps. 

Measurement of the Vibration Environment 


The reference translational and angular vibration spectra discussed above are based on 
worst-case estimates which combine measurements at various locations and under vari- 
ous conditions. Given a particular test location, it is preferable to use data meas- 
ured at that location for evaluating the effects of vibration on an inertial sensor test or 
to design a base motion isolation system if it is required. As of this date, no reports 
have been issued by Air Force Cambridge Research Laboratories on measurements at 
the site of the NASA-ERC Inertial Test Facility. The following paragraphs describe 
efforts made to date by NASA and MIT Experimental Astronomy Laboratory (EAL) at 
assembling and evaluating instrumentation for determining the environment at the faci- 
lity site. 
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Two horizontal and two vertical seismometers, designed and constructed by the 
Geosciences Division of Texas Instruments, have been borrowed from the Weston 
Seismological Observatory of Boston College with the consent of Air Force Cambridge 
Research Laboratories. Preliminary data (Figures 23 and 24) indicate that these in- 
struments can be used to measure angular motions of a test station as well as provide 
data on the translational vibration spectrum for frequencies above 0. 1 cps. The data 
shown in Figures 23 and 24 were obtained by mounting two vertical seismometers side- 
by-side on the floor of the EAL test lab. The seismometer outputs were then amplified 
and passed through a differential amplifier as shown schematically in Figure 25. The 
amplification of the seismometers before the differencing of the signal was adjusted to 
provide a minimum output signal. One of the seismometers was then displaced in 1- 
meter intervals from the other seismometer. The change of the seismometer output 
per unit displacement (the slope of the curves) is the angular velocity of the floor in 
the frequency range between 1 and 30 cps. The frequency spectrum of the seismom- 
eter indicated angular velocities will be obtained at the temporary NASA laboratory 
at 545 Technology Square and at the site of the future test laboratory. Similar meas- 
urements will be made using the horizontal seismometers. 

Tests are also in progress to determine the applicability of the Kearfott T2503 (surplus 
equipment from the Atlas guidance system) gyroscope for measurement of the angular 
vibration spectrum. Preliminary data (see Figure 26) obtained with the gyro operating 
in a rate feedback mode (Figure 27) indicate a rate of the same order of magnitude as 
that indicated by the seismometers. The differences between the two results are due, 
in part, to the difference in locations of the measurements and differences in the filter 
characteristics of the two measuring systems. Figure 26 plots the indicated rate 
measured by the gyroscope as a function of time for two successive days. It should 
be noted that the change of angular rate with time corresponds closely to the simulta- 
neous measurement of the vibratory accelerations shown in Figure 28. The accelera- 
tion was measured with a pendulous electronic level (Talyval) manufactured by Taylor 
Hobson, Ltd. This instrument has not been calibrated as an accelerometer or angle 
sensor for vibratory motions. A fixture for calibrating the frequency response of this 
instrument is being constructed by EAL. This calibration is required to evaluate 
previous data obtained with these instruments. The Talyval instrument has the ad- 
vantage of small size and weight compared to most seismometers. 

In addition to constructing the test fixture for calibrating the Talyval instrument, EAL 
will assemble a measurement system consisting of two horizontal and two vertical 
seismometers and two gyroscope instruments with appropriate electronics and instru- 
mentation to permit continuous monitoring of the translational and rotational vibration 
spectrum. Estimates of the vibration spectrum at EAL will be obtained to demonstrate 
the capabilities of the system before installation in the Technology Square Laboratory. 
The Talyval instruments will be used to obtain measurements of long-term tilts of the 
laboratory floor. The measurements at Technology Square and later at the future lab- 
oratory site will be used to improve the reference spectra shown in Figures 20 and 22. 

Effect of Reference Vibration Environment 
on Accelerometer Testing 

As discussed in Section II, it is impossible to demonstrate an accelerometer threshold 
that is smaller than the peak acceleration of the environment in which it is tested. The 
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DISTANCE BETWEEN SEISMOMETERS (D) (meters) 


Figure 24.- Measurement of vibratory angular velocity of floor of room 
325 of MIT Bldg. N-51 — Measurements made using two 
vertical seismometers at 3:30 p.m* on April 4, 1966 
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Figure 26.- RMS indicated angular velocity of test station at MIT Experimental Astronomy Laboratory, MIT Bldg. 
N-51, room 325, February 28 to March 2, 1966 — Filtered using bandpass filter set to admit 
between 0.1 and 10 cps — Rate measured by Kearfott T2503 2A gyroscope, Ser. ^298 
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mean squared acceleration of the reference translation spectrum (neglecting gravita- 
tional effects) is: 
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The rms acceleration is about 580 micro-g. In this environment, a threshold mea- 
surement of 0. 001 g would be impossible. If we are willing to assume accelerometer 
linearity and the test objective is to determine the instrument bias or scale factor, 
common practice would be to average the data for a finite period of time. For an 
averaging time T, Section II gives the error for a single frequency acceleration of 
peak magnitude A q as : 


e 


rms 


A 


o_ 

277fT 


A - cos 2tffT 


(72) 


The mean squared error due to the spectrum of Figure 20 is: 
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Since this function is difficult to evaluate, for purposes of approximation, we set: 


1 - cos 27TfT = * for fT ^ 1/2 


(74) 


and (1 - cos27TfT)= 2 for fT > 1/2 


These approximations will result in an estimated error that is too large. For an 
averaging time of 50 seconds, the estimated mean squared error neglecting long 
period variations in gravity is: 
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For an averaging time of 50 seconds, the ms error is therefore about 0. 35 micro-g. 
For an averaging time of 5 seconds, the error would be near 3. 5 micro-g for this 
severe translational vibration spectrum. 

If, however, it is necessary to show that the bias is constant over a long time period, 
the angular tilts and vibrations will produce more significant errors. For periods of 
the Older of 12 hours. Figure 22 indicates variations in tilt of about 30 arc seconds 
which would be a 150-micro-g error. At frequencies of about 1 cycle /hr, the refer- 
ence spectrum indicates about 3 arc seconds and an associated error of 15 micro-g. 

It should be noted that the higher frequency angular vibrations (above 0. 1 cps) of the 
reference spectrum produce negligible indicated accelerations when compared to the 
reference translational acceleration spectrum. 

Effect of Reference Vibration Spectra 
on Gyroscope Testing 

As discussed in Section II (Gyroscope Errors), an instrument with an acceleration 
sensitivity of 0. 1 deg/hr/g, tested with a 10-second filter, would require an accelera- 
tion of 5000 micro-g at 1 cps to produce an error of 0. 1 millideg/hr. The 580 micro-g 
acceleration obtained from the reference spectrum should therefore introduce negligible 
errors (especially since most of the energy is contained above 3 cps). 

The error for gyroscope testing due to angular vibrations is calculated in the manner 
indicated in Section II and the error resulting from the angular vibrations in each 
decade frequency band is tabulated in Table I. 

It should be noted that for tests with long filtering times (several minutes or more), 
the most significant errors are produced by the portion of the spectrum below 0. 001 
cps. For tests with shorter, averaging times, however, the spectrum at higher fre- 
quencies must be taken into account. 
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TABLE I 


ERROR IN GYROSCOPE TESTING 
PRODUCED BY REFERENCE ANGULAR VIBRATION SPECTRUM 
FOR SEVERAL FILTERING TIMES 
(millideg/hr (rms)) 



Filter Time Constant fr) 1 

Frequency- 
Band (cps) 

Seconds ! 

Minutes 1 

10 

30 

10 

30 

0-10 -5 

2.3 

2.3 
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2.3 

io^-io" 4 

4.9 

4.9 

4.9 

4.5 

10 _4 -10 -3 

11. 7 

11.7 

11.2 

3.6 

10 -3 -10~ 2 

20.3 


2.5 

0.8 

10 _2 -10 -1 

35. 6 

12.2 

0.6 

0.2 
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11.2 

msm 

0.2 

0. 06 

1-10 

20.8 

7.0 

0.35 

0. 12 

10-100 

8. 1 

2.7 

0.14 

0. 05 

Total 

51 

28 

12.7 

6.1 
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IV. DESIGN CONSIDERATIONS 


Gyroscope Test Station 

As discussed in Section I, the bandpass of the MIT Instrumentation Laboratory servo- 
levelled platform is limited by the effect of the translational vibration environment on 
the control transducer. It is believed that a considerable improvement can be made in 
the performance of this system by the use of additional control sensors (perhaps , by 
the addition of a gyroscope instrument as indicated in Figure 29). In this system, the 
accelerometer or level vial would maintain control for low frequencies until the dis- 
turbances due to translational vibration become significant. At higher frequencies, the 
gyro instrument would assume control. As the frequency is increased further, noise 
signals from the gyroscope instrument become large in comparison to the desired con- 
trol signal. At these frequencies, and higher, it would be desirable to fix the system 
to the floor and accept the ambient environment. The statement of the analytical design 
problem is to find the values of the parameters (e. g. , ra, K, Tg) and filter character- 
istics Li, L 2 , and G that cause the rms error E defined in Section II to be a minimum; 
that is, the quantity: 


E = 



3 x 10 5 + 


(2jrf)] 2 <i> 66 (f)df 


(1 + (2nfT)Y 


(76) 


where $55 is the power spectral density of the error angle 6 in seconds of arc squared 
per cps and r is the averaging time for the gyroscope test. Rather than accepting the 
ambient environment of the laboratory at high frequencies, it may be advantageous to 
use inertia isolation possibly as indicated in Figures 30 and 31. In this system the 
analytical design objective is not so readily defined. A solution of I approaching infin- 
ity and tog approaching zero would satisfy the mathematical condition but is meaning- 
less in a practical sense except to say that for passive isolation a very large mass and 
a low natural frequency are desirable. If, however, the mass of the platform and its 
moment of inertia are fixed arbitrarily, the optimum design for a given sensor com- 
bination can be analytically determined if the disturbance forces and instrumentation 
errors can be quantitatively defined. At frequencies above the active control system 
cutoff frequency, the design decision is a choice between passive isolation and accept- 
ance of the ambient environment. Figure 31 permits both of these alternatives in that, 
if the natural frequency cog is infinite, the passive isolation disappears and Figures 29 
and 31 become equivalent. At frequencies below the active control cutoff frequency, 
the system is limited by the ability of the control sensors to produce a signal v that is 
primarily a function of the error angle and is not contaminated by noise signals due to 
instrument errors and disturbances. 

The next phase of this study of the design of a platform for gyroscope testing is the 
determination of those control sensors, which are currently available, and their accu- 
racies and error models. The best set of control sensors and the best means of com- 
bining their output signals to obtain the best control signal v for indicating the error 
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Figure 29.- Schematic of servo-levelled platform using gyroscope and accelerometer 
control — No passive isolation 







Figure 30.- Schematic servo-levelled platform using inertial sensors for 
control and passive high-frequency isolation 
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Figure 31 Schematic of active isolation system using gyroscope and accelerometer control with passive isolation 
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angle 6 will be determined. After the control sensors are selected, various configu- 
rations and drives will be investigated for the design of the best platform. 

Accelerometer Test Station 

As discussed in Section HI, the major problem in bias measurement of accelerometers 
is angular motions relative to gravity. It is, therefore, expected that the gyroscope 
test station design, with some modifications, will be suited for accelerometer bias 
measurement as well. Design considerations for threshold measurement will be de- 
ferred until the gyroscope test station design is completed. 


Electronics Research Center 

National Aeronautics and Space Administration 
Cambridge, Massachusetts, August 26, 1966 
125-17-01-01-80 
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APPENDIX 


SUPPLEMENTARY DEFINITION OF SYMBOLS 


Arabic Letter Symbols : 

In the interest of brevity and continuity, several symbols 
in the body of this report have not been defined in text where 
their definitions could be inferred by readers well versed in 
inertial navigation sensor and system design. The following 
list defines additional symbols which supplement the definitions 
provided in the report body. 


a = Acceleration along sensitive axis of the instrument 
a x = Horizontal component of ground acceleration 
a z = Vertical component of ground acceleration 
A ( S ) = Accelerometer performance function 

^(C-F)OA = Angular displacement of gimbal (float)of a single- 
degree-of-f reedom gyroscope about the output axis 
as measured from the case of the instrument 

^(I-C)IA = Angular displacement of the case of a single-degree- 
of-freedom gyroscope about the sensitive (input) 
axis of the instrument measured from an inertial 
reference frame 

^(I-C)OA = Angular displacement of the case of a si ngl e-degree- 
of-freedom gyroscope about the output axis measured 
from an inertial reference frame 

^(I-C)SRA = Angular displacement of the case of a gyroscope 

about a case-fixed axis corresponding to the direc- 
tion of the rotor angular momentum when instrument 
is at null 

^(I-C)SRA* = Angular displacement of a gyroscope instrument 
about a space-fixed axis corresponding to the 
direction of the rotor angular momentum when 
instrument is both at rest and at null 
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^(I-F)OA = Angular displacement of gimbal (float) of a single- 

degree-of-f reedom-gy roscope measured from an inertial 
reference frame 

Bg = Gyroscope damping constant 
Bp = Platform damping constant 
C = Effective damping constant 
Cj = Damping constant 

Cp = Effective platform and drive damping constant 
D = Scale factor for gyroscope drift compensation loop 
f - Frequency of motion 
f = Friction torque 

g = Equivalent acceleration of gravity 

G ( S ) = Characteristic function of compensation network 
H = Gyroscope angular momentum 
I = Effective moment of inertia 
I 0 , Ip = Platform moment of inertia 
Ig = Gyroscope gimbal moment of inertia 

I fqa = Moment of inertia of gimbal (float) of s i ngl e-degree-of- 
hUM freedom gyroscope (excluding rotor) about the output 
axis of the instrument 

I w = Moment of inertia of gyroscope rotor about a radial axis 

IA = Sensitive (input) axis of the gyroscope rotor of a single- 
degree-of-f reedom gyroscope 

IRA = Input reference axis-- case-fixed axis corresponding to 
input axis (IA) when instrument is at null 

j = /-=Y~ 

j to = Complex frequency variable 
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Kp = Platform pendulosity 

Kg = Gyroscope elastic restraint (stiffness) 

K(S) = Torque motor sensitivity and loop compensation 
characteristics. 

K^ = Scale factor or gain 

= Characteristic function of compensation network 

M = Platform mass 

= Disturbing torques 

ml = Pendulousity of pendulum instrument (gram-cm or equivalent 
units) 

R = Accelerometer sensitivity to rotational acceleration 
S = Laplace transform variable 

SA = Direction of gyroscope rotor angular momentum 

SRA = Spin reference axis of single-degree-of-freedom gyroscope 
fixed to instrument case and coinciding with angular 
momemtum vector when instrument is at null 

SRA* = Space-fixed axis that corresponds to spin reference 
axis when there is no angular displacement of the 
instrument 

T d = Disturbance torques 
T e = Error torques 

Tm = Torque applied by torque motor 

v = Velocity of vibratory wave 

v = Weighted error signal 

W = Platform weight 

x = Position coordinate 

z = Vertical ground displacement 

z q - Amplitude of vertical ground displacement 
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Greek Letter Symbols : 


6 = Ratio of damping to critical damping for second-order 
systems 

3-j = Damping ratio of passive isolation system in translation 

$ 2 = Rotational damping ratio of passive isolation system 

6 = Angle between platform normal and true vertical 

e = Disturbance signal caused by horizontal acceleration 

e = Gyroscope drift rate 
9 

Ep = Gyroscope pickoff noise 

e = Angle between instrument case and pendulum 

e Q = Angle between normal to Earth surface and "true" vertical 

e s = Angle between normal to Earth surface and "true" vertical 

e g = Gyroscope gimbal angle 

3 pg= Gyroscope pickoff noise 

e 0 = Angular displacement of pendulum base 

t = Time constant 

t-j = Transducer time constant 

t = Accelerometer time constant 

a 

T g = Gyroscope characteristic time 

<t> = Angle between platform level and Earth surface normal 

2 

$ ,(f) = Linear acceleration power spectral density (g-peak) /cps 

d a 

$ (f) = Angular vibration power spectral density 

ee (arc-sec peak) 2 /cps 
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I 


a) = 2irf = circul ar frequency of applied motion 

w = Characteristic circular frequency of system performance 
equation 

io n = Natural circular frequency of second-order system. 


\ 


I' 


NASA- Langley, 1966 
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"The aeronautical a?id space activities of the United States shall be 
conducted so as to contribute ... to the expansion of human knowl- 
edge of phenomena in the atmosphere a?id space. The Administration 
sBall provide for the widest practicable and appropriate dissemination 
of information concerning its activities and the results thereof 

— National Aeronautics and Space Act of 1958 
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